Abstract Artery stiffening is known as an important pathological change that precedes small vessel dysfunction, but underlying cellular mechanisms are still elusive. This paper reports the development of a flow co-culture system that imposes a range of arterial-like pulse flow waves, with similar mean flow rate but varied pulsatility controlled by upstream stiffness, onto a 3-D endothelial-smooth muscle cell co-culture. Computational fluid dynamics results identified a uniform flow area critical for cell mechanobiology studies. For validation, experimentally measured flow profiles were compared to computationally simulated flow profiles, which revealed percentage difference in the maximum flow to be \10, \5, or \1% for a high, medium, or low pulse flow wave, respectively. This comparison indicated that the computational model accurately demonstrated experimental conditions. The results from endothelial expression of proinflammatory genes and from determination of proliferating smooth muscle cell percentage both showed that cell activities did not vary within the identified uniform flow region, but were upregulated by high pulse flow compared to steady flow. The flow system developed and characterized here provides an important tool to enhance the understanding of vascular cell remodeling under flow environments regulated by stiffening.
Introduction
Arterial stiffening is increasingly recognized as an important factor involved in cardiovascular events. Studies have suggested that stiffening of large elastic arteries influences the progression of vascular diseases and/or the aggravation of small artery remodeling in vital organs such as kidney and brain (McVeigh et al. 1999; Weber et al. 2004; Safar and Lacolley 2007; Cheung et al. 2007; Mitchell 2008; O'Rourke and Safar 2005) , but the underlying mechanisms remain elusive.
Large arteries, due to their high compliance, constitute a hydraulic buffer that converts high pulse flow into continuous semi-steady flow, thereby dissipating the hemodynamic energy of high pulse flow ejected by the heart (Safar et al. 2003; McVeigh et al. 1999 ). This, referred as ''windkessel'' effect, diminishes when the wall of large arteries hardens due to hypertension, aging or diabetes. Decrease in large artery distensibility thus let high pulse flow extend to downstream arteries (Mitchell 2008) . Increased pulse flow, a direct consequence of arterial stiffening, has been used to guide pharmaceutical treatment for a variety of vascular diseases (Safar and Lacolley 2007; Weber et al. 2004) . Recently, this stiffening-related effect has also been demonstrated in the pulmonary circulation (Hunter et al. 2008; Chesler et al. 2004; Gorgulu et al. 2003; Berger et al. 2002) ; increased pulmonary artery (PA) stiffness was correlated to clinical outcome of PA hypertension. However, PA hypertension as well as some other vascular diseases is traditionally characterized by endothelial dysfunction and smooth muscle thickening in small arteries (Sakao et al. 2009 ). Based on these observations, questions arise regarding the mechanistic relationship between stiffness of upstream large artery and dysfunction of small artery cells; addressing this relationship may lead to novel therapeutic targets. To explore this novel mechanistic relationship, a new flow system that mimics flow dynamics and vascular wall remodeling is in need. Currently, no in vitro cell culture systems allow one to study effects of artery stiffness in the macrocirculation on cell dysfunction in the microcirculation.
The present study developed a new flow co-culture system, in which influences of upstream stiffness on downstream small artery cells was achieved through dynamics of PA-like pulse flow waves that induce cell responses. The developed system presented here adopts a stiffness-adjustment chamber and a 3-dimensional (3D) tissue-mimetic co-culture chamber. Computational study was used as a design tool to describe the wave propagation and the spatial variation of the pulse flows in the co-culture chamber. The flow system was then uniquely validated with cell analyses.
Methods

Flow system setup
The flow system and the design of flow units are illustrated in Fig. 1 . The system includes a blood pump, an upstream stiffness-adjustment chamber, a flow meter which exists only during the system setup, a downstream flow co-culture chamber and a medium reservoir (Fig. 1a) . A physiological pulse flow wave is created by a blood pump (Harvard Apparatus, Plymouth/PA, USA) whose flow output simulates the ventricular pumping of the heart. This pump is often used to circulate blood flow in living animals simulating the actions of the heart for perfusion. It generates the systolic and diastolic phases of pulse flow and allows for frequency adjustment. In this study, 60 beats per min is used as the beating pulse frequency of the blood pump. The tissue-mimetic 3D co-culture flow chamber is a modified parallel plate flow chamber (Fig. 1b) . The detailed description is given in Sect. ''Flow co-culture of smooth muscle cells and endothelial cells''. The flow is imposed onto endothelial cells (EC) co-cultured with smooth muscle cells (SMC) . The test region of the chamber is 30 mm in width and 60 mm in length. The top plate of the flow chamber is made from acrylic and is held to a glass slide through vacuum channel which is carved groove circuit around the periphery of the chamber with two ports connected to the house vacuum. The vacuum is applied to hold the parallel plate flow chamber and 3D cell co-culture together preventing fluid leakage. Fluid enters the chamber through a fluid inlet port and expands into the inlet manifold before entering the cell seeded flow region. The inlet manifold allows the flow to be evenly distributed across the width of the cell-seeded area before it propagates along the chamber length.
The stiffness-adjustment chamber is custom designed and featured with an air release valve that allows one to adjust pulse flow (Fig. 1c) . It is used to vary the pulsatility or pulse amplitude of the flow wave from the blood pump without changing the mean flow rate. As the total volume of the air and liquid is constant, the level of liquid in the chamber under the static condition is an indicator to the level of flow pulsatility. The cylinder of this chamber was graduated to reflect the liquid/air ratio which is correlated with the pulsatility of the resultant flow waveform. The air release valve is open to begin the experiment allowing the entrance of fluid until the level of liquid reached a predetermined level based on the desired outlet flow pulsatility. Closure of the air release valve sets the liquid/air ratio and maintains the desired flow pulsatility. As air is compressible and the medium (liquid) is not, air stores the systolic (peak) pressure energy and dampens the pulse pressure of the flow wave. Therefore, decreasing the liquid/air ratio allows Fig. 1 Schematic illustrations of the flow system (a), the mimetic co-culture chamber (b), the stiffness-adjustment chamber (c), and function similarity between a stiffnessadjustment chamber and an upstream large artery (d). a The flow system demonstrates the flow circulation through different flow units. The arrows show the flow direction. b Illustration shows the cross-sectional view of a flow coculture chamber with EC seeded on a porous membrane in contact with SMCs embedded in a 3D collagen matrix. c The stiffness-adjustment chamber has an air release valve for adjustments of liquid/air ratio as well as inlet and outlet valves allowing medium to flow through the chamber. Air in the chamber can absorb high pulse energy and reduce pulsatility of the flow wave. d An illustration shows how the stiffness-adjustment chamber simulates the elastic function of the upstream elastic artery. The chamber is a representative of the upstream artery in terms of its flow modulation function. A ''stiff'' chamber containing little air represents a stiff artery, which can barely expand at peak flow pressure resulting in an unmodified high pulse flow wave at the exit of the chamber. A ''compliant'' chamber characterized by a high air-to-liquid ratio represents a normal elastic artery, which is capable of undergoing large expansion under the peak (systolic) flow pressure, thus resulting in a dampened flow. The interface expansion shows moving of the fluid position in the flow chamber or the artery wall under the peak (systolic) flow pressure Cytotechnology (2012) 64:649-666 651 the chamber to store more pulse pressure energy, increasing the ''compliance'' or damping capability of the chamber and resulting in a decrease in pulse amplitude or flow pulsatility. No membranes exist between air and medium in the chamber; the volume of compressible air is used to control the compliance. As illustrated in Fig. 1d , the stiffness-adjustment chamber simulates the compliance function of large artery and serves to modulate the pulse flow waveform for downstream cell culture. Downstream artery cells experience flow conditions modulated by the upstream vessel. Similar to a compliant artery whose distensible wall expands to dampen systolic pressure, the stiffness-adjustment chamber with a low liquid/air ratio can function as a ''compliant chamber'' in which the liquid-air interface is deformable. Through the interface deformation, the medium volume in the chamber increases during the systolic phase. The fluid leaving the compliant chamber or artery thus exhibits low pulsatility. Because the excess flow is temporarily stored in the deformed interface of the chamber, the pulse flow waves vary without changing the mean flow rate much like the function of a large artery. Similarly, a ''stiff'' chamber containing little air simulates mechanical function of a stiff artery. Both have rigid interfaces that constrict the fluid volume, and thus are not responsive to the pressure or flow variations. Therefore, the flow leaving a ''stiff'' chamber or artery shows high pulsatility. Figure 2 illustrates three flow waveforms created by adjustments of upstream stiffness. Quantitative description of the flow waveforms is detailed in Sect. ''Quantification of flow waveform''. The flow system enables the individual components of flow, i.e. the mean flow magnitude, flow pulsatility and frequency, to be separately controlled and investigated.
Experimental measurements
Real-time flow rate was determined with a precision flow meter (Alicat Scientific, Tucson/AZ, USA) connected to an oscilloscope (Agilent Technologies, Santa Clara, CA) and a computer; pressure was determined with a digital pressure gauge (Colepalmer, Vernon Hills/IL, USA). To obtain the experimental input and output flow waveforms, the digital flow meter was placed either at the entrance or the exit of the culture chamber. This allowed one to visualize the flow wave and to quantitatively determine the mean flow rate and dynamic flow rates at specific time points. Fig. 2 The three inlet velocity time history profiles used in this study. Each graph displays a different velocity profile for high (a), medium (b), and low (c) pulsatility
Computational methods
Computational fluid dynamics (CFD) modeling was used as a design tool for identifying a uniform flow region. It provided maps of velocity, flow and shear stress at locations throughout the flow chamber. As CFD results were highly dependent on boundary and initial conditions, these conditions closely matched experimental measures. The validation of computational results was performed by comparing CFD results at outlet with actual measures for a sub-set of flow conditions. First, a 3-dimensional (3-D) CFD model was created. The computational model included the entrance, a manifold and the flow culture region. Because of symmetric geometry, it is tenable to assume that the spatially non-uniform flows at the inlet and exit are approximately equal in size. A rectangular mesh was employed in the computation domain with grid spacing of 13 lm (Fig. 3) . The grid spacing was determined with a grid convergence or sensitivity study that terminated upon finding changes of less than 1% in velocities between refinements at five selected locations in the model (Table 1 ). The geometry and grid structure were both generated with CFD-GEOM (ESI Group, Paris, France).
Due to the unique flow distribution along the length of the chamber, a two dimensional (2-D) rigid model was developed to simplify the 3-D rigid model. As the experimental setup included a membrane and collagen surface (Fig. 1b) , a 2-D model with fluid structure interaction (FSI) was further developed based on the rigid 2-D model. The solid portion of the model represented the membrane surface. The thickness of fluid and membrane was 0.5 mm.
The fluid in the models, cell medium, was modeled as an incompressible, Newtonian fluid with viscosity of 0.703 mPaÁs and density of 933 kg/m 3 . The stress tensor was continuous across the fluid structure boundary, where the no-slip condition was applied to the fluid velocity tensor. The inlet flow rate was transient; the pulse flow waves were obtained from experimental measurements (Fig. 2) . The outlet boundary condition of the flow domain was specified as a resistance boundary condition which related pressure to flow, R = P/Q, in which R was the resistance, P and Q were the mean pressure and flow rate from the experimental data.
The solid portion in the 2-D FSI model, which represented the deformable substrate in the experimental setup (Fig. 1b) , was considered as an incompressible isotropic linear elastic material with density of 3,100 kg/m 3 and Poisson's ratio of 0.5, taken from the properties of the porous membrane. The sidewalls were constrained while the exterior boundary surface had zero displacement due to an attached glass slide (in the experimental setup), and the interior boundary surface was loaded with fluid pressure/shear stress. The CFD-ACE multiphysics package (CFD Research Corporation, CA, USA) was used to develop the numerical model, to generate mesh, and to solve the governing equations for fluid flow and equations for structure mechanics. The governing equations for flow dynamics are the equations for momentum and mass conservation: Fig. 3 The computational grid for the 3-D rigid flow chamber. The grid is refined until there is less than a 1% difference in the velocity values. Half the chamber is modeled including the inlet where fluid enters the chamber, and the manifold where fluid expands across the width of the chamber 
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where q is the fluid density, v is the velocity, p is the pressure, l is the viscosity and f is the body forces on the fluid. The governing equation for the structure mechanics is:
where y is the structure displacement, the superscript s represents the properties for the structure and r s is the Cauchy stress tensor. A rectangular mesh was generated for the 2-D FSI model; the total mesh number was 3003 in fluid domain and 606 in solid domain. The time step was 5 ms and a total time of 3 s was calculated for all the cases to ensure that the simulations were convergent.
The CFD-ACE multiphysics package was used to solve the model. Briefly, this package used the finite volume method for spatial discretization of the NavierStokes equations and the SIMPLEC method for the continuity equation. A first-order upwind velocity rule was chosen to discretize the convective terms, and the algebraic multi-grid method was chosen to solve the resulting matrix equations. After each spatial grid convergence, a second order Crank-Nicolson algorithm was used to advance the solution in time. The CFD model used boundary and initial conditions that closely matched experimental conditions. Experimentally measured inlet flow profiles, taken at the exit of the stiffness-chamber, were used as a transient inlet boundary condition for the computational model.
Analysis of flow profile in the culture chamber
To determine if the flow in the culture channel was laminar, Reynolds number (Re) was calculated; the peak Re value for low, medium and high pulse flows were 22.2, 24.2, and 29.8, respectively. Therefore, there were laminar flows in all the flow conditions.
To examine the flow propagation, flow data from the computational solution was analyzed at different longitudinal points along the culture chamber. These points were taken from the bottom layer of fluid (the layer that directly affects the cells) at the inlet, middle and outlet of the flow region. To obtain the entrance length, velocity values were taken at one time point longitudinally from the exit of the manifold or the beginning of the test region until the velocity variation was less than 1%. To understand spatial variation of flow velocity, velocity values were obtained horizontally across the 3-D chamber from one wall to the opposite wall, thus yielding a velocity profile across the width of the chamber. Spatial variation was also mapped over the flow region depth, measuring at one time point from the bottom up through the top layer of fluid. The shear stress was calculated from the fluid velocity with the standard expression: s ¼ lðou=oyÞ, where l was the dynamic viscosity and ou=oy was the spatial gradient of the chamber primary velocity normal to the chamber wall.
To determine whether pulse flow waves follow a normal parabolic profile as the flow proceeds down the chamber, the womersley number was calculated. The degree of departure from parabolic flow increases with the womersley number. This number is given for a rectangular chamber by the equation: a ¼ h ffiffiffiffiffiffiffi n=t p (Hsiai et al. 2002) , where h is the height of the channel, n is 2pf and related to the flow frequency, and t is the kinematic viscosity. The number is calculated for each flow condition.
Quantification of flow waveform
To quantify the level of flow pulsatility of the pulse flow waves, the following parametric approaches were taken: (a) calculation of the pulsatility index (PI) (b) evaluation of spectral content using a discrete fast fourier transform (DFT), and (c) calculation of the hemodynamic energy. The PI of flow is commonly used in the evaluation of vascular stiffening effects and the evaluation of vascular diseases (Panaritis et al. 2005) . It is defined as: PI = (Vmax -Vmin)/Vmean, where Vmax is the peak systolic velocity, Vmin is the minimum forward diastolic velocity and Vmean is the average velocity. Our results showed that the PI values for the high, medium, and low pulse flow waves were 2.67, 1.68, and 0.775, respectively. Spectral analysis with DFT was performed with MATLAB software (Matworks, Natick/MA, USA) yielding the modulus based on harmonics allowing the flow wave to be decomposed into a constant mean flow and a series of sine waves or harmonics. The Fourier transform is a mathematical operation that decomposes a signal into its constituent frequencies. The original signal (i.e. flow wave) depends on time, whereas the Fourier transform depends on frequency and is called the frequency domain representation of the signal. As cells are sensitive to the frequency of the flow wave, the harmonic frequency of each of the flow waves is compared to correlate frequency-based waveform analysis with cell behavior. The frequency of the first harmonic is the fundamental frequency and used as a measure of flow pulsatility. The first and second harmonic was analyzed to examine differences in frequency content among the three flow waveforms used in this study (Fig. 4) . The high pulse flow showed the highest moduli at both harmonics, followed by the medium and finally the low pulse flow wave. Similar results were found with pulse flow conditions at the frequency of 2 Hz (Li et al. 2009) . To evaluate the level of hemodynamic energy, the energy equivalent pressure (EEP) was calculated according to the method described in a previous study (Undar et al. 2005) . EEP was given by the formula:
, where f was the flow rate, and p was the flow pressure. Pressure waves used to calculate hemodynamic energy were measured and shown in Fig. 5 . The pressure and flow waveforms from the experimental measures showed similar wave contours, but there was a phase difference between them due to the pressure gradient in the flow area. As results, the EEP values for the high, medium and low pulse flow waves were 40, 24, and 8.3 mmHg, respectively. This analysis showed that when the mean flow rate and the frequency were constant, a flow condition with a higher PI was characterized by a higher energy level. Therefore, the three quantitative descriptions of pulse flow waveforms yielded similar comparison results. Sensitivity analysis
In order to estimate the sensitivity of the inlet variables (i.e. mean flow rate and peak flow rate) to the outlet variable (i.e. shear stress) in the computational model, sensitivity analysis was performed according to the method described by Susilo et al. 2010 . Cotter's method (Cotter 1979 ) the one-factor-at-a-time approach was used for this analysis. For each cycle, only one variable was changed to its upper or lower limit. For a model that takes the form of:
where y is the output, var j is the variable and n is the number of variables, the number of cycles required is 2n ? 2. In order to determine the sensitivity for variable j, the following equation can be used (Susilo et al. 2010) : For flow experiments, the same medium condition was used. The entire flow system was placed in the incubator; CO 2 was supplied through the medium reservoir, as it allowed gas transfer to occur.
Flow co-culture of smooth muscle cells and endothelial cells
The EC-SMC co-culture was established under flow; SMCs were embedded in a collagen matrix and ECs were seeded on an isopore polycarbonate membrane with 0.8 lm pores (Millipore Corporate, Billerica/ MA, USA). The collagen prepolymer solution was prepared by neutralizing type I collagen solution (BD Science, San Jose/CA, USA) with 7% NaHCO 3 and 0.1 M NaOH and increasing its ionic strength with PBS. A final collagen density of 2 mg/ml was obtained.
The prepolymer solution was maintained on ice at a pH of 7.4, and SMCs (passage 3-6) detached from the culture flask were added to the solution with a density of 2 9 10 6 cells/ml. The cell/gel solution was mixed thoroughly, immediately transferred onto a functionalized glass slide, and spread to fully cover the surface.
Glass slides were chemically functionalized with aldehyde group which anchored the cell/gel under flow condition. The functionalization starts with introducing hydroxyl groups using 1 M NaOH. Then, amine groups formed on the slide surface via reaction with 95% of 3-aminopropyltriethoxysilane (Sigma Inc, St. Louis/MO, USA). Subsequently, an aldehyde crosslinker was added to the amine group via reaction with 1% (v/v) glutaraldehyde (Sigma Inc.) in phosphate buffer for 20 min. The yielded aldehyde forms linkage with primary amines on the macromolecular chains of collagen. The functionalized slide was immersed in 70% ethanol overnight. Collagen solution containing SMCs was pipetted into the gasket to fully cover the surface. The collagen-covered slides were then placed in an incubator for 30 min for gelation, which was followed by the addition of medium with 10% fetal bovine serum and cultured for 24 h.
For sterilizing the flow system, all the tubings were autoclaved. The flow chamber was made from acrylic and was sterilized in ethanol (70%) for 30 min prior to experiments, the porous membrane and the gaskets were autoclaved. To ensure sterility of the system, the pump and flow circulation without cultured cells were further sterilized with 30% hydrogen peroxide flowing throughout the circulation under UV light for 1 h, followed by flushing the system with sterile PBS.
To initiate co-culture, a porous membrane with a monolayer of EC was placed in contact with the SMCcollagen matrix. The monolayer of EC was established by seeding ECs with a density of 1 9 10 5 cells/ml onto an autoclaved porous membrane. Cells were then grown till confluency. To start flow study, a silicone gasket that fit around the periphery of the glass slide was placed on top of the EC-seeded membrane to subject ECs to the pulse flow waves. Two flow conditions, semi-steady flow (PI = 0.2) and medium pulse flow (PI = 1.68) with the same mean flow rate at a shear stress of 12 dyne/ cm 2 , were studied.
Real-time polymerase chain reaction Total cellular RNA was extracted using RNeasy Mini Kit (Qiagen; Hilden, Germany) according to manufacturer's instructions. Complementary DNA was synthesized from 0.2 lg of total cellular RNA using iScript cDNA Synthesis Kit (Bio-Rad, Hercules/CA, USA). Real-time quantitative RT-PCR primers were designed using Primer 3 software, an open-source program widely-used for designing PCR primers (http://primer3.sourceforge.net/). The SYBR Green I assay and iCycler iQ real-time PCR detection system (Bio-Rad) were used to detect PCR products. The PCR thermal profile consisted of 95°C for 10 min followed by 40 cycles of 95°C for 15 s, 60°C for 30 s and 95°C for 1 min. Genes were normalized to the housekeeping gene hypoxanthine-guanine phosphoribosyl transferase (HPRT) and fold change relative to the static condition was calculated using the DCT method. The gene sequences are listed in Table 2 .
Proliferating cell nuclear antigen assay Proliferation was studied using immunochemical method of proliferating cell nuclear antigen (PCNA) (PCNA staining kit, Invitrogen, Carlsbad/VA, USA). The protocol on the product sheet was followed. Briefly, cells were fixed with acetone at -20°C for 10 min. After fixation, cells were blocked for 10 min. Then, the primary antibody, a biotinylated PCNA monoclonal antibody (clone PC10), was applied to the slide for 1 h. This was followed by applying streptavidin-peroxidase and dab chromogen for 10 and 5 min, respectively. The final step was to add hematoxylin for 2 min, followed by slide mounting. The cells were imaged with an upright light microscope. A brightly red stained nucleus indicated proliferating cells, whereas blue-stained nuclei showed non-proliferating cells. The percentage of proliferating cells out of total cells was determined.
Calculation of permeability
As the interstitial flow is important for sufficient amount of oxygen and nutrient concentration to the cells in a 3-D construct (Bjork 2009 ), the permeability of the collagen matrix that allows the interstitial flow to reach cells were determined. The hydraulic permeability of the 3-D SMC culture construct was determined from the equation of the permeability (K p ):
where l is the fluid viscosity, Q i is the volumetric flow rate to the interstitial flow, A is the cross sectional area of the gel and DP is the pressure drop over the length of the chamber (L). Interstitial flow through the collagen was determined by the amount of flow that diffused into this matrix along the length of the chamber (Q i ). This is defined as Q i ¼ Q in À Q out . The average shear stress on the SMCs due to the interstitial flow can be expressed as:
These values were calculated for high, medium and low pulse flow.
Statistical analysis
Statistical analysis was performed on the quantitative results of genetic analysis using a two-factor Analysis of Variance (ANOVA). A significance level of P \ 0.05 was used. Four samples were used for each flow condition; statistical analysis was done to quantify the variation between these sample groups.
Results
Comparison of velocity profiles in different computational models
To explore the variations of flow profiles across the culture region, the centerline outlet velocities were used to compare three computational models (Fig. 6) . Results showed that the velocity profiles along the length of the 2-D and 3-D rigid models were similar, which suggested that the 2-D model was an acceptable simplified representation of the 3-D model. Different from the two rigid models, the 2-D FSI model with a mimetic compliant structure resulted in more dampened flow waves at the outlet. Therefore, we used the 2-D FSI model to understand the propagation of pulse flow waves along the length of the chamber. The 3-D model was used to provide characterizations of flow across the width of the chamber, and to determine the entrance length and the wall effect length. The rigid model was suitable to produce these results because the non-rigid surface structure did not alter these values.
Spatial variation of pulse flow waves across the chamber width
To explore the effects of pulse flow waveform on cellular behaviors, it is important to identify a sampling region where all the selected cells are exposed to the same level of pulse flow (no significant differences in PI). Herein, this was achieved by examining spatial variations of temporal flow velocity profile. With the rigid 3-D model, we first characterized spatial variations of the flow velocity profiles along the length and across the width of the chamber at one time point. From this characterization, we determined the entrance length (the length from the inlet to the point where flow is fully developed) and the wall effect length (the length from the edge to the point where uniform flow is found). Results of the entrance lengths for the three selected flow conditions (i.e. high, medium and low pulse flows) were shown in Table 3 . The corresponding velocity color map is shown in Fig. 7 , where the region of uniform velocity is outlined, the velocity at the walls and the entrance changed (shown by a color change from the middle of the chamber). No significant differences in the entrance length were found among the three flow conditions; all the entrance lengths were around 4 9 10 -4 m (or 0.4 mm). Results of the wall effect lengths are shown in Table 3 . The corresponding velocity color map is shown in Fig. 7 . The wall effect length illustrated the effect of friction due to the sidewalls which reduced the motion of the fluid. No significant differences in the wall effect length were found among the three flow conditions; the lengths for all pulse flow conditions were around 0.027 mm. Our results also showed that the entrance length and the wall effect length were nearly constant over time. The velocity color map showed slower velocities at the edges and at the entrance (or exit), and a uniform velocity across the rest of the width and length. Therefore, a uniform temporal velocity profile was present in the majority of the chamber. In addition to the entrance length region and wall effect region, disturbed flow was also found at the corners of the chamber, but this did not affect the overall flow field and was not included in the region for cell sampling (supporting information: S- Figure 1) .
The flow shear stress in the chamber was calculated based on the spatial derivative of velocity. Table 4 shows the averages of peak and mean shear stresses for the three flow waves in the identified uniform flow region.
Although the fluid layer directly adjacent to the cells was used for the flow profiles in this study, the spatial velocity over the depth was examined to fully understand spatial flow profiles. The boundary layer can be developed in the thickness direction. Results showed that a fully developed parabolic flow was present in the thickness direction (supporting information: S- Figure 2) , different from the underdeveloped flow (flat flow profile) across the width of the chamber.
Wave propagation of pulse flows
Flow wave propagations along the length of the chamber were examined using the 2-D FSI model. This model resulted in more accurate flow propagation profiles due to the inclusion of the parameters of membrane and gel. To study the propagation of the flow profile along the length of the chamber, a flow waveform was obtained from the computational model at different longitudinal points along the Fig. 7 The velocity color map (output from the 2-D FSI model) shows the velocity change throughout the channel and shows the entrance length to uniform velocity and the effects of the sidewalls and the uniform flow area. The uniform velocity region is outlined. In this region, the pulse flow velocity is constant over the time, represented by the same color throughout. A color change at the side walls and at the entrance of the chamber indicates that the pulse flow velocity decreases in those regions which are not included in the identified region for cell analysis. (Color figure online) The entrance length was measured from the exit of the reservoir to the point of uniform velocity along the centerline of the chamber. The wall effect length was measured from the sidewall to the point of uniform velocity chamber, i.e. near the inlet, in the middle and near the outlet of the chamber for each of the three selected flow conditions. All the selected points were located in the identified uniform flow region in Sect. ''Spatial variation of pulse flow waves across the chamber width''. Results showed that flow waveform slightly varied in that region, evident in the fact that there was a small decrease in flow time-histories along the length of the channel as the wave propagated (Fig. 8 ). This could be attributed to a small amount of energy was dissipated as the flow waves traveled through the culture channel; the substrate was slightly deformable impeding the wave propagation. Whereas in the rigid 2-D and 3-D models, the propagation of flow waves through the entire flow region was instantaneous due to the lack of deformability. The 2-D FSI model gave a more accurate demonstration of flow behaviors down the length of the chamber. As the flow propagated to the middle and outlet, the FSI model resulted in slightly dampened flow. However, the dampening effect was not significant, and therefore the identified uniform region was still considered effective, which was validated and affirmed with cellular assays.
Comparison of experimental measures with computational model results
A comparison of the velocity profiles from experimental measures with those from the 2-D FSI computational model provided a validation of the test section function. The comparisons between 2-D FSI model and experimental measure were made with outlet velocities for the high, medium and low pulse flow waves (Fig. 9) . The largest percent difference between the computational and experimental outlet velocities was found to be \10%, which occurred in the case of high pulse flow wave. A corrected waveform for high pulse flow was developed for the comparison due to some limitations in that experimental setup. The other flow waves showed a smaller amount of discrepancy, \5% for the medium pulse flow and \1% for the low pulse flow. These differences were small enough to be considered as acceptable discrepancies. These result showed that the velocities along the experimental chamber and the calculated shear stresses were very close to the actual shear stresses. Sensitivity analysis was performed on the mean and peak inlet flow rates to determine their effects on the model. Average outlet shear stress was used as the output for Cotter's method. The upper and lower limits for this method were 10% increase or decrease in the variables. The sensitivity index, S c , for the mean flow rate was 0.41, while that for the peak flow rate was 0.59. The results indicated that the model was slightly more sensitive to peak flow rate.
Validation using endothelial gene expression
In addition to comparison of experimental flow measurements with computational simulations, we have evaluated cell responses to the pulse flow condition vs semi-steady flow condition to verify the identified uniform flow region. The EC pro-inflammatory gene expression and SMC proliferation in response to flow provided a validation of the test section with respect to molecular signaling. Previous studies have demonstrated the ability of ECs to discriminate among flow patterns (Dai et al. 2004; Davies 2009; Chien 2007; Gimbrone et al. 2006; Reneman et al. 2006) . They also showed that there existed a narrow homeostatic range of stresses in the vascular system; small perturbation of hemodynamic stress levels led to the activation of inflammation events in the endothelium and ultimately proliferation of SMCs (Walshe et al. 2005; Hastings et al. 2007) . Thus, genetic analysis of endothelial responses to flow in the chamber represents a biological validation of computational design. ECs were sampled from different regions in the uniform shear stress area, and real-time PCR method was used to compare EC gene expression of proinflammatory molecules. The mRNA expressions of ICAM-1 and MCP-1 in ECs were known to be highly responsive to the small changes in flow conditions (Shyy et al. 1994; Hsiai et al. 2003; Tsubio et al. 2006; Yee et al. 2008 ). In agreement with these studies, we found that a significant difference existed between the mRNA expression of ICAM-1 and MCP-1 for the semi-steady flow condition (control) and the medium pulse flow condition (experiment) (Fig. 10) . However, there were no statistically significant differences in EC expressions of ICAM-1 mRNA and MCP-1 mRNA Fig. 9 Comparisons of the outlet velocity waves between the computation and experiment results for high (a), medium (b) and low (c) pulse flow conditions. This verifies the computation model, showing a small but expectable \10% deviation between experiment and computation among the different sampling regions (near the inlet, in the middle and near the outlet). This result further affirmed that the slight differences in temporal pulse flow profiles along the chamber length were still within the range that induced uniform cell expression.
Validation using SMC proliferation in the developed co-culture device Endothelial cells on the blood vessel wall act as mechanical sensors to transduce mechanical signals into biochemical signals that modulate the activities of other cells such as SMC (Hahn and Schwartz 2009) . Therefore, SMC proliferation was used as another biological validation of the sampling region with respect to mechanotransduction and molecular signaling.
Results showed that no statistically significant difference existed for SMC proliferations at the inlet, middle and outlet of the chamber for each condition (Fig. 11) , while medium pulse flow increased SMC proliferation when compared to semi-steady flow. Endothelial protection of SMCs was thus demonstrated for semi-steady flow condition which small vascular cells experience in physiological conditions. With increased flow pulsatility, small vascular EC on a stiff substrate tended to lose this protective function. Here SMCs were grown in serum-containing medium, and thus the cells were not arrested in a quiescent state prior to the determination of cell proliferation. Cells yielded higher proliferation (*30-40% of cells showing PCNA) than those prearrested in the quiescent state (less than 10% of cells showing PCNA).
In order to ensure the transport of oxygen and nutrient was sufficient for cell survival and metabolism, the permeability of medium through the construct was determined. Results showed that the permeability values of the porous membrane and collagen for low, medium and high pulse flow were 1.02 9 10 -7 cm 2 , 7.17 9 10 -7 cm 2 , 1.91 9 10 -6 cm 2 , respectively. The interstitial flows for low, medium and high pulse flows were 6.32 9 10 -3 ml/min, 4.56 9 10 -2 ml/min and 11.38 9 10 -2 ml/min, respectively. The interstitial flow is an important determinant to the availability of oxygen and nutrients to SMCs. With the porous membrane and 3-D matrix design, we have shown that the interstitial flow is[0.0063 ml/min (or[9 ml/day), which allows sufficient diffusion of nutrients and oxygen to enable SMC survival and metabolism. In addition, normal transmural interstitial flows can expose SMCs to shear stresses; though they are much lower than those ECs are exposed to, strong interstitial flow-derived shear stress around the SMC may cause shear-induced cell necrosis (Chung et al. 2007 ). Based on the interstitial flow, we determined the shear stresses around the SMC for low, medium and high pulse flows were 0.0015, 0.013, 0.06 dyne/cm 2 , respectively. Thus, the interstitial flows around SMCs found here were not high enough to cause cell necrosis when compared with other studies (Bjork 2009 ). Further studies may need to be conducted on this subject to quantify the distribution of oxygen and nutrients throughout the collagen matrix.
Both Figs. 10 and 11 are experimental validations of the computational study results, demonstrating uniform flow dynamics in the chamber from the cells' perspective, which reflects the design goal. Figure 10 shows response of ECs with PCR for the expression of ICAM-1 and MCP-1, two flow-sensitive pro-inflammatory genes, confirming the computational results for uniform EC response to flow in the designated uniform area. Figure 11 further shows uniform SMC responses in the identified area.
Discussion
The present study has developed a flow co-culture system, in which arterial-like pulse flows with varied pulsatility were imposed on EC-SMC co-culture, mimic the vessel wall. The new system thus connects upstream stiffness to downstream vascular cell co-cultures through pulse flow dynamics. The novelty of this system lies in the inherent connection between this flow co-culture system and the stiffness-induced vascular cell remodeling in the circulation. The flow variations in the co-culture chamber have been characterized with CFD model and validated with experimental measures and cell assays. The structurally-based CFD model was developed to account for the spatial variation and wave propagation of pulse flow waves as well as variations in temporal profiles of velocities and shear stresses in the flow chamber; the results guide the design of the chamber and identify sampling regions for cell assays. Flow measurements and cell analyses further validated the identified uniform flow region. Cells from that region thus could be used to explore the effects of pulse flow wave (flow pulsatility) on vascular cell remodeling. Results showed that the flow culture chamber was characterized by a large area of uniform flow, a feature important for studies of cell signaling such as protein phosphorylation assay needing a large number ([10 5 ) of cells. Collectively, the present study provided a new and simple system for investigating the mechanistic relationship between arterial stiffening, flow pulsatility and vascular remodeling. As vascular stiffening is an emerging topic in the area of arterial diseases, the new system may find broad applications.
There are several unique aspects in this study. First, this study compared computational results with both experimental flow measurements and cell analyses including gene and protein analyses. As demonstrated by the comparison between the computational and experimental outlet flow waves, the computed flow profiles were very close to the experimental profiles. Verification with biomolecular analysis, from the cells' perspective, provided unique biological evidence that CFD design parameters accurately described the pulse flow behaviors in the flow chamber. The pro-inflammatory markers were chosen due to their sensitivity to flow shear and their relevance to pulmonary hypertension. Second, the new system accommodates a co-culture of cells with a biomimetic arrangement, in which EC is under the influence of pulsatile flow shear stress, SMC are in the 3-D collagen matrix, and EC/SMC communicate through 0.8 lm pores that simulate the function of fenestral pores ranging from 0.4 to 2.1 lm in diameter (Tada and Tarbell 2000) . Compared to previous studies which investigated EC/SMC co-cultures under static or steady flow conditions (Fillinger et al. 1997; Chiu et al. 2003; Heydarkhan-Hagvall et al. 2003) , this flow system allows one to explore vascular remodeling under biomimetic flow and culture environments. Third, the unique flow system developed here conveniently generates a series of pulse flow waves that simulate diastolic and systolic phases of arterial flow. More importantly, changes in diastolic and systolic phases of these pulse flow waveforms correlate with changes in flow pulsatility and upstream stiffness while maintaining the same mean flow rate. This allows separation of flow pulsatility effects (i.e. temporal variation of flow) from flow magnitude effects. This separation represents a major departure from most previous flow mechanobiology studies which often employ reduced and/or oscillatory flow conditions (Davies 2009; Chien 2007) . As it has become increasingly known that the analysis of pulse wave contour in relation to arterial stiffness has the potential to determine risk for cardiovascular diseases, pulse flow waveform or flow pulsatility was quantitatively described with several methods in the present study. The system presented here also allows a variety of signaling mechanism studies due to the capability of sampling a large number of cells under a statistically homogeneous high-fidelity pulse flow wave. Therefore, the developed flow system may be useful to explore cell mechanobiology mechanism in response to pulse flow variations such as those due to arterial stiffening.
The system presented here to regulate flow pulsatility is unique and different from a recent study which used a pneumatic pump to program air pressure changes for the production of pulsatile flow (Shi 2008) . It is an important feature to simulate vascular system in vivo with the same mean flow rate and flow pressure. The pulse pressure adjustment function was achieved by changing the volume of air in the upstream stiffness-adjustment chamber. As air is compressible, it can absorb the pressure energy of high pulse flow decreasing the flow PI, while discharging the pressure energy to increase the flow when the pressure is low. As a result, air in the chamber stiffness-adjustment dampened the flow pulsatility; the more air in the chamber, the lower level of flow pulsatility.
Results from this study may be applied to a range of chamber designs and flow conditions, yielding a large uniform flow region for cell studies. For pulse flow conditions, the spatial velocity profile is affected by the womersley number that expresses pulse frequency in relation to viscous effects. An alternative method to produce a larger uniform region is to reduce the channel height, which can decrease the womersley number yielding similar results as increasing the frequency, according to the womersley number definition. In the present study, a frequency of 1 Hz yields a womersley number of 1.44. At this womersley number, a flat, blunt flow profile pervades the chamber. This is in good agreement with previous studies (Nauman et al. 1999; Chung et al. 2003) .
Several limitations need to be acknowledged. The computational model is a simplistic representation of the experimental flow chamber; as a result, the computational model does not identically replicate the experimental flow chamber (\10% error). CFD was used solely as a design tool to define a uniform region of pulsatile flow and to give a close estimate of the velocities and shear stresses that cells experience. Another limitation occurs in the experimental measurement. The accuracy of experimental measurements with a flow meter is dependent on the speed of the computer communication. The optimal refreshing rate of flow velocity measurements in this study is 10 ms. Thus, the communication speed may not be fast enough to provide accurate measurement if the flow rate changes within 10 ms. Given that most human flow conditions do not contain significant energy content beyond 10 Hz, this limitation should not have a significant impact.
Conclusion
This study has developed and characterized a new flow system that exposes co-cultured cells to arterial-like pulse flow waves. CFD models as well as experimental measurements and biomolecular analyses together were used to define a uniform flow region for cell mechanobiology studies. This flow system enables one to study the effects of upstream stiffness and pulse flow energy on EC and SMC. This system thus provides a valuable tool to study vascular cell remodeling in relation to mechanical environment involving changes in vascular stiffness or flow pulsatility.
